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Anti-Phospholipase A2 Receptor (PLA2R) Antibody, IgG by ELISA
ARUP test code 3016767

Anti-Phospholipase A2 Receptor, IgG 2 RU/mL (Ref Interval: 0-13)

REFERENCE INTERVAL: Anti-Phospholipase A2 Receptor Antibody

Negative ..............ouun Less than 14 RU/mL
Borderline ................ 14-19 Ru/mL
Positive: .......iiiiivunn. Greater than or equal to 20 RU/mL

A positive anti-phospholipase A2 receptor (PLA2R) antibody
result by ELISA or IFA in conjunction with clinical symptoms and
other laboratory findings is suggestive of primary membranous
nephropathy (pMN). Absence of circulating anti-PLA2R receptor
autoantibodies does not rule out a diagnosis of pMN. Anti-PLA2R
antibody titers due to its high predictive value can be useful
for assessing disease severity and monitoring clinical
remission. In patients with pMN undergoing treatment, low
antibody titers are associated with disease remission and high
titers indicate loss of kidney function and need for aggressive
therapeutic approach.

VERIFIED/REPORTED DATES

Procedure Accession Collected Received Verified/Reported

Anti-Phospholipase A2 Receptor, IgG 25-121-400063 4/30/2025 4:56:00 PM 5/2/2025 1:38:07 PM 5/3/2025 10:41:00 PM

END OF CHART

H=High, L=Low, *=Abnormal, C=Critical
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